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Use of ICP-MS in analysing radioisotopes
Per Roos
Risø National Laboratory for Sustainable Energy, Technicial University of Denmark
Inductively Coupled Plasma – Mass Spectrometry (ICP-MS)
History
• ICP-AES in 1960’ies
• Plasma & MS merging in 1974 using a DC-plasma, Surrey UK.
(A.L. Gray, A plasma source for mass analysis, Proc. Soc. Anal. Chem, 11, 182-183).
• ICP & MS merging in 1980, Ames Lab, USA
(R.S. Houk et.al., Inductively coupled argon plasma as an ion source for mass
spectrometric determination of trace elements. Anal. Chem, 52, 2283-2289.).
• Microwave plasma – MS, Toronto Canada.                  
(D.J. Douglas & J.B. French, Elemental analysis with a microwave induced plasma 
quadrupole mass spectrometer system. Anal. Chem. 53, 37-41.)
• First commercial instruments in 1983.                       
PlasmaQuad by VG Isotopes, ”UK-system”
Elan by Sciex, ”Canada system”
Inductively Coupled Plasma
• Electrodeless discharge formed in a flowing gas stream enclosed in a quartz torch. 
Sustained by the induction of electrical energy using a coil around the torch. 
Atmospheric pressure!
• ”Plasma”: Langemuir in 1928 adopted the word to describe a discharge through a 
gas confined at low pressure.
• ”Any volume of an ionized gas where the total charge is zero”
Lightning the plasma
• Seed electrons to the flowing gas (piezoelectric spark)
• Apply a high-frequency electromagnetic field (20-50 MHz)
• Electrons will be accelerated back- and forwards in oscillating RF-field




Thermo X-series II 
Quadrupole ICP-MS
Risø ICP-MS instruments
Torch, loadcoil and interface
Torch & load coil
• Three concentric coaxial glass/quarts tubes
• Outer tube: About 25mm longer than the two others.
• Cool gas: Rotating 12-16 L min-1
• ”Auxiliary” gas tube (plasma gas): 0.6-1.4 L min-1
• Injector or nebuliser gas: 0.5-1 L min-1
• Induction coil (load coil);
• Water cooled
• Copper
• Part of the oscillatory circuit called the RF-generator.
• 20-40 MHz




The plasma – ms interface
• Sampling and skimming process
• In early days only sampler- 0.05mm
• Sample orfice must be large enough to sample centre of plasma while at the same time small 





Radioisotopes – in general focus on:
• Sensitivity (transmission of ions to detector)
• Polyatomic interferences
• Abundance sensitivity
• Stability (isotope ratios)
Improving sensitivity
• Matrix removal from sample (separation chemistry)
• High efficiency sample introduction systems
• Instrument optimisation
Pu-analysis at sub-mBq to μBq levels
• Instrument background.
• Procedure blank (Pu)
• Contribution from tracer.
• Memory effects.
• Polyatomic species (including the UH+)
• Abundance sensitivity.
Transport efficiency
• 1 mBq ml-1 of 242Pu (1.7·1010 atoms ml-1)
• With USN and 0.4 ml min-1 uptake rate produces a count rate of about
10 000 cps.
• ⇒ 1 atom per 12 500 detected !
Efficiency alpha vs. ICP-MS
• Alpha: Geometric efficiency about 25%
• ICP-MS: Efficiency about 1: 10 000
• Alpha counting of 239Pu (24 400 y). Two months counting ⇒
about 10-6 of sample atoms have decayed (for 238U  about 10-12).
• ICP-MS measurement of 239Pu takes about 10 minutes. 10-4 of 
sample atoms are detected.
Shielded torch
Ways to improve sensitivity
High efficiency nebulisers
Sensitivity & sample introduction system
Concentric nebuliser +  chilled cyclonic
spraychamber
USN




……..also for speciation studies

….APEX-system

















Th i t f U l i P t
238U (5 ppb-solution)
238UH+ & spillover






63 ppm 23 ppm
Hydrides important to minimize for 236U analysis.
Direct Injection High Efficiency Nebuliser (DIHEN)
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(Concentric nebuliser - chilled cyclonic spraychamber)
Best use of a limited amount of sample
Fraction of sample reaching torch





















Uptake rate [g min-1]
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(Concentric nebuliser - chilled cyclonic spray chamber)
Isotope ratio measurements
• Mass discrimanation
• Dead time corrections
• Reference materials !
Problems in isotope ratio measurements (single collectors)
• Sample introduction system
• Plasma instability
• Dead time corrections
• Mass fractionation
• Interferences
• Abundance sensitivity (peak tailing)




Different separation chemistry relative to ”alpha spectrometry”
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Peak tailing & peak shape
Mass
The need to remove uranium in Pu-analysis
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• 238U, 235U, 234U as natural U-isotopes.
• 236U (233U) as artificial U-isotopes.














































































































Shoot samples Root samples




Pu without tracer – alpha spectrometry
Pu-239+240 Pu-238
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Determinations of 240Pu/239Pu atom ratio in Normass reference soil 
 





Lab 1  0.187 ± 0.004 
Lab 2 0.193 ± 0.004 




(Sci.Tot. Env. 237/238, 1999, 
483-500) 
0.1904 ± 0.0012 
 







     
Soil-1 0.1908 0.283 0.240 0.251 
Soil-2 0.1818 0.362 0.246 0.239 
Soil-3 0.1969 0.329 0.239 0.238 
Soil-4 0.1965 0.318 0.238 0.235 
Soil-5 0.1895 0.294 0.227 0.231 
Soil-6 0.1887 0.304 0.239 0.238 
Soil-7 0.1928 0.316 0.240 0.246 
Soil-8 0.1790 0.371 0.240 0.233 
     
   0.238±0.0018 0.238±0.0087 
     
Atom ratio: 0.1895±0.0023 0.322±0.01   
Roskilde 
(Kelley et.al.) 0.1904±0.0012 0.531±0.013 
  
 Run No. 238U 239Pu 240Pu Atom 240Pu/239Pu 
     
1 1223 5000 911 0.1822 
2 1180 5310 990 0.1864 
3 1143 5368 923 0.1719 
4 1082 5196 955 0.1838 
5 1135 5111 964 0.1886 
6 1058 5185 957 0.1846 
7 1069 5140 979 0.1905 
8 1117 5174 938 0.1813 
9 980 4937 975 0.1975 
10 1081 5004 967 0.1932 
11 1031 5013 959 0.1913 
12 991 5080 968 0.1906 
13 1012 4985 894 0.1793 
14 958 5179 966 0.1865 
15 1020 4899 948 0.1935 
     
Atom ratio:    0.1868±0.0065 (1 std.dev) 
Collision- and reaction cells
Collision cell and I-129 analysis

